The Geosynchronous Imaging Fourier Transform Spectrometer (GIFTS) sensor has been designed to provide highly accurate radiometric and spectral radiances in order to meet the requirements of remote sensing of atmospheric motion from a geostationary orbit. The GIFTS sensor was developed under NASA New Millenium Program funding to demonstrate the tracking of infrared water vapor features in the atmosphere with high vertical resolution. A calibration concept has been developed for the GIFTS instrument design which meets the top level requirement to measure brightness temperature to better than 1 K. The in-flight radiometric calibration is performed using views of two on-board blackbody sources along with cold space. For the GIFTS design, the spectral calibration is established by the highly stable diode laser used as the reference for interferogram sampling, and verified with comparisons to atmospheric absorption line positions. The status of the GIFTS on-orbit calibration approach is described and accuracy estimates are provided. GIFTS is a collaborative activity among
INTRODUCTION
The U.S. National Oceanic and Atmospheric Administration (NOAA) operates geostationary operational environmental satellites (GOES) for short-range warning and nowcasting, and polar-orbiting environmental satellites (POES) for longer term forecasting. GOES satellites provide continuous monitoring from space in a geosynchronous orbit about 35,800 km (22,300 miles) above the Earth. A new generation of sensors is under development that will greatly increase the horizontal, vertical, and temporal sampling of the GOES sounder and provide a truly four-dimensional view of the Earth's atmosphere. NOAA's plan for a Hyperspectral Environmental Suite (HES) calls for the replacement of the current GOES instrumentation starting as early as 2013 1, 2 . NASA's Geosynchronous Imaging Fourier Transform Spectrometer (GIFTS) sensor, under fabrication at the Utah State Space Dynamics Laboratory (SDL), will serve as a valuable test bed for the evaluation of approaches to flight hardware and ground data processing in the years leading up to NOAA's operational Hyperspectral Environmental Suite. The GIFTS sensor makes use of a 2-D array of detectors to increase area coverage rates while providing dramatically higher vertical resolution by measuring the thermal infrared upwelling emission spectrum at high spectral resolution. The sensor calibration makes use of two internal high precision blackbody references in addition to an external view to space. The GIFTS ground data processing algorithms used to convert from instrument values (Level 0 data) to geo-located, calibrated radiances (Level 1 data) are under development at the University of Wisconsin Space Science and Engineering Center (UW-SSEC).
The UW-SSEC has a long history of development in support of the meteorological application of geostationary observations with an emphasis on the determination of atmospheric winds by the tracking of radiance features caused by the motion of clouds and water vapor. The development of the spin scan cloud camera in the early 1960s lead to the first global images from geostationary orbit as shown in Fig. 1 . The UW-SSEC also developed the science algorithms and software for the processing of this geostationary satellite data stream (see Fig. 2 ). The animation of a time series of geostationary images was used to track the motion of atmospheric features. The Mancomputer Interactive Data Access System (McIDAS) was developed at UW-SSEC in the 1970s and 1980s and has been used ever since in operational data processing of GOES satellites by NOAA. The GIFTS/HES concept is the natural next step in the increasingly sophisticated exploitation of weather observations from geostationary orbit by providing enhanced vertical resolving capability to complement the high spatial and temporal sampling. Prof. Suomi's promotion of the use of geosynchronous orbit for tracking the motion of clouds to obtain winds was captured in his famous phrase, "The clouds move, not the satellite!" The GIFTS/HES concept is the natural technological follow-on to this goal by allowing the time dependent motion tracking of atmospheric constituents, e.g. water vapor, at many more atmospheric levels in the vertical than was previously possible. University of Wisconsin involvement in the development of the hardware and software required to make images of the spin scan camera data lead to the development of the Man-computer Interactive Data Access System (McIDAS) which, after many generations, is still used extensively by NOAA in the processing of geostationary satellite imagery. Prof. Robert Parent (left) and Prof. Verner Suomi (right) are shown analyzing meteorological data using an early ground processing system (circa 1959). The processing of large amounts of satellite data continue to pose a challenge for the future hyper-spectral sounders which have both high spatial and high temporal resolution.
BACKGROUND
The UW-SSEC pioneered the development of absolute radiometric and spectral calibration for "warm" InfraRed Fourier Transform Spectrometers (FTIR) with an accuracy and reproducibility that is sufficient for the use of the observations in atmospheric remote sensing 3 . Even though the GIFTS is a "cold" instrument, the same physical principles developed for the UW-SSEC instruments (and adopted by the NPOESS Crosstrack IR Sounder program) will be applied to the calibration of the GIFTS radiances in order to take into account gain and offset changes in the instrument during normal operation. The GIFTS spectral coverage indicated in Fig. 3 illustrates that the dynamic range of signals from terrestrial thermal infrared radiation spans hundreds of degreees. However, the demands of remote sensing of atmospheric effects are high since the signal of subtle changes in temperature and atmospheric humidity from the mean atmospheric state are only tenths of degrees 4 . Achieving absolute calibration at the tenth of degree accuracy level is a goal that is within the reach of high spectral resolution IR remote sensing using precision on-board blackbody references with NIST traceability. This approach has been demonstrated at the UW-SSEC in both the groundbased Atmospheric Emitted Radiance Interferometer (AERI) program and the aircraft-based Highresolution Interferometer Sounder (HIS) program. 5, 6, 7 In both the AERI and HIS programs, FTIR spectrometers have been used in order to take advantage of the very high spectral frequency knowledge that is inherent in the FTS design. At the relatively high spectral resolutions (resolving power > 1000) in the thermal infrared, the wavenumber sampling and instrument line shapes must be known to better than 1% accuracy or errors will be introduced in the comparison with forward model calculations that exceed the radiometric requirement. With an FTIR sensor, a single parameter determines the wavenumber sampling of each spectral band and all the spectral elements see the same field of view on the Earth. The FTS spectral parameter can be determined pre-launch but also in-flight by comparison to known spectral absorption lines across the spectral band of interest. In contrast, a grating spectrometer that uses individual detector elements at each spectral element requires extensive pre-launch testing to characterize the many individual unique spectral response function (SRF) shapes. Unfortunately the grating SRFs are impossible to confirm on-orbit to the desired accuracy. The excellent spectral knowledge and stability of the FTIR system was the primary motivation for the selection of FTS for the GIFTS sensor. The grating spectrometer implemented on the NASA Atmospheric InfraRed Sounder (AIRS) sensor has the further disadvantage that each detector has a slightly different field of view to the ground. This leads to spectral "artifacts" when viewing scenes that are not uniform temperature (over a 15 km region). This is illustrated in Fig. 4 where spectral discontinuities are obvious in observations from the NASA AIRS grating spectrometer over tropical storm Isador, rendering the data effectively unusable near the eye of the storm. The GIFTS sensor avoids this problem by using a single detector to measure all the wavelengths of a spectral band simultaneously for each individual field of view to the Earth.
The ability to accurately calibrate high spectral resolution infrared observations is also important for the future of detecting global change from space-borne observations 8 . The technology exists with precision blackbodies and FTS laser spectral sampling to approach the tenth of degree accuracy and stability desired for the detection of global climate change on decadal scales. Although this is outside the scope of the GIFTS sensor requirements, the GIFTS design shows the feasibility of high absolute accuracy in a practical implementation for sensors in geostationary orbit. The design makes use of two high precision cavity radiometers with high absolute emissivity (>0.998) and good long term stability (diffuse paints). The cavity blackbodies used for GIFTS are built and calibrated at the UW-SSEC based upon heritage with the AERI and HIS programs. The unique approach for GIFTS is to place these reference cavities aft of the Earth viewing telescope with an "on-demand" flip in mirror to direct the IR emission from the blackbodies into the sensor. The main advantage of this approach is that the IR beam is much smaller after the telescope so that a true high emissivity cavity design can be used for the blackbodies while keeping the volume, weight, and power requirements to a minimum. The successful design of these blackbodies for the GIFTS sensor is described in 9 . The high absolute accuracy of the onboard reference blackbodies compensates for the additional uncertainty from degradation of the telescope optics over time. A scheme for monitoring this telescope degradation over time that makes use of the internal reference views and views to deep space has been devised for the GIFTS sensor by the Utah State University Space Dynamics Laboratory. . This is not a physical atmospheric effect, rather it is caused by the fact that the thousands of individual AIRS detectors that record each spectral element have thousands of different fields of view to the earth. This is a serious problem for the use of this data in scenes of mixed cloudiness. Notice that this spectral artifact disappears for fields of view that have little temperature contrast (either entirely warm or entirely cold). The FTIR design avoids this problem by using a single detector to record all the wavelengths in a spectral band simultaneously and an on-board metrology laser sampling system to provide a consistent wavenumber scale across each spectral band.
GIFTS RADIOMETRIC CALIBRATION
The GIFTS radiometric calibration is designed to use two small reference blackbodies located behind the telescope, combined with a space view 11 . Figure 5 is a schematic of the GIFTS optical design showing the location of the two internal blackbody reference sources between the optical elements labeled M2 and M3 12 . This is also the location of an image of the aperture stop for each detector in the focal plane arrays. Figure 6 illustrates the "flip mirror" mechanism with a linear slide to position either the warm or cold blackbody into the instrument beam. The blackbody design is scaled from the UW ground-based design used on AERI and S-HIS aircraft instruments. Constraints on the original spacecraft envelope prevented a traditional external large aperture blackbody implementation. The advantages of using two internal blackbodies compared to one large external blackbody include;
(1) higher emissivity is practical with small size, (2) effective temperature of the body easier to characterize, and (3) protection from solar forcing gradients. A photo of the GIFTS engineering model blackbody cavity built by UW-SSEC is shown in Figure 6 Radiometric calibration of the GIFTS spectrometer has the same considerations as that of any radiometer. Key factors include the accuracy of onboard references, thermal stability over calibration cycles, and linearity after correction. This approach was proven 15 years ago with a warm interferometer by UW-SSEC using the HIS aircraft instrument as described in 3 and is being used for processing the CrIS data for NPOESS. The cold spectrometer design places a tight constraint on blackbody emissivity uncertainty since the energy reflected from a cold instrument is very small compared to an instrument that is close to the blackbody temperature. This, coupled with volume and mass constraints for GIFTS led to using small high-emissivity internal blackbody references, plus a space view. The broad spectral coverage from a single detector (inherent to FTS) prevents detector-to-detector FOV variations from altering spectral radiance shapes (greatly simplifying FOV co-alignment and testing requirements). The calibration method is summarized in Eq. 1. This is a modified version of the Revercomb 3 equation to include the ratio of the transmission of the flip in mirror (labeled "m") to the fore optics telescope (labeled "t").
( )
The radiance N is derived from raw spectra of Earth (C E ), Space (C S ), and the internal Hot (C H ) and Cold (C C ) blackbodies where B i is the predicted radiance from the Hot, Cold, and Space references including the effective emissivity of the blackbody cavity and the energy reflected off the blackbody from the environment.
The GIFTS calibration requirement has been flown down to requirements on the subsystem components, in particular to the blackbody subsystem. Figure 7 is a block diagram showing the top level GIFTS calibration error budget broken into two main contributions; radiometric and spectral calibration contributions. Each box in these charts contains three pieces of information; the requirement (either from the GIFTS Instrument Requirements Document or an equivalent implied requirement), the budget allocation for that box, and the engineering current best estimate for that item. For example the Radiometric Requirement (labeled 1.1 in Fig. 7 ) has a requirement of < 1K, a budget allocation of < 0.9 K, and an engineering best estimate of < 0.73K (LW) and < 0.54K (SMW). The engineering best estimate for the Radiometric Requirement flows up from the lower level contributions shown in Figure 8 . In particular, the calibration budget contribution from uncertainties in the blackbodies is shown as box 1.1.1. The blackbody calibration contribution budget allocation is < 0.5K and the engineering best estimates are <0.35K (LW) and <0.20K (SMW). The uncertainty estimates of the UW-SSEC blackbodies are described in much greater detail in 9 . The uncertainty estimates in the calibrated radiance are obtained through a perturbation analysis of Eq. 1 where the uncertainties of the blackbody emissivity and temperature are taken into account. The result of this analysis for the LW and SMW bands is shown in Figs. 9 and 10 as a function of scene temperature. Also shown are the overall GIFTS requirement and an estimate assuming an external blackbody reference with lower emissivity and larger temperature uncertainty. The parameter values used in the uncertainty analysis can be found in Table 1 . A similar analysis showing the contribution of spectral calibration uncertainties to the overall calibration budget is included in the next section. Figure 5 . GIFTS sensor module electro-optical functional diagram showing the location of the two UW-SSEC blackbodies (labeled IFC in the diagram) aft of the Earth viewing telescope and the IFC fold mirror which directs energy from the blackbodies into the instrument upon command. Since the beam diameter at this location is small, the internal blackbodies can have high emissivity while remaining relatively compact and lightweight. The blackbodies were designed, built, and calibrated at the UW-SSEC using standards traceable to NIST. Figure 6 . The left-hand panel illustrates two blackbodies and a visible flood source mounted on the same linear slide. One source at a time is correctly positioned under the flip-in mirror. The right-hand illustration is a photo of the UW-SSEC engineering model of the GIFTS blackbody. The blackbody aperture is 1.00 inches in diameter, the width of the cylindrical body is 1.76 inches in diameter, and the total cavity depth is 3.06 inches.
Proc. of SPIE Vol. 5655 71 Figure 7 . GIFTS top-level absolute calibration budget stating the radiometric and spectral requirements, the error budget allocation, and the current engineering best estimates. . Uncertainty estimate (3-sigma) for the GIFTS radiometric calibration at 10 µm for the blackbody contribution only (lower magenta curve) and compared to that of a lower emissivity external blackbody (middle red curve). The GIFTS requirement is 1 K. This result shows the potential advantage of using internal high emissivity reference sources with well characterized temperature gradients over a large aperture external blackbody that is subject to large temperature forcing.
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GIFTS SPECTRAL CALIBRATION
The GIFTS itself is a fundamental spectral standard, due to the use of a stable laser reference coupled with the FTS design (i.e. independent of hard to characterize optical properties like blur that mandate extensive Instrument Line Shape, ILS, testing in T/V). An onboard stable laser reference makes spectral calibration essentially independent of instrument temperature (simplifies T/V testing). The GIFTS Instrument Line Shape has no significant dependence on scene content (cloud non-uniformity), for the small angles involved from geo orbit (simplifies T/V testing, applications, and improves accuracy). A single-footprint grating instrument designed like AIRS has this property too, but not an imaging grating that must use the detector array as the exit slit. The short and long term geometric and laser frequency stability, and the resulting spectral calibration, of GIFTS are expected to be very good by design (better than requirement). Spectral calibrations with Earth scene data will be used to establish and monitor the onorbit calibration (consistency with T/V characterization is expected) 13 . Spectral positions of selected atmospheric lines are known with high accuracy and are used to determine the calibration 14 . For a given clear sky Earth spectrum, the effective laser wavenumber and resulting wavenumber scale of the observed spectrum is varied to produce best agreement with a calculated spectrum (1 ppm capability has been proven with S-HIS observations and coincident in situ observations of temperature and water vapor).
The contribution to the total calibration budget caused by spectral calibration uncertainties is given in Fig. 11 . The requirement for absolute calibration is < 5 ppm (parts per million). Since we believe this requirement is too loose we have assigned an error budget of < 1 ppm and have made an engineering best estimate on the absolute knowledge that is better than 0.3 ppm. The contributions to this absolute error estimate have been identified as coming mainly from the on-orbit determination using the positions of known atmospheric absorption lines, e.g. carbon dioxide. Figure 11 . GIFTS spectral calibration budget and engineering best estimates. The spectral error budget is much tighter than the requirement in order to prevent errors in spectral knowledge from providing a significant contribution to the total calibration error budget. This is possible since the GIFTS makes use of a stable on-board laser combined with the FTS design which makes determination of the absolute spectral knowledge possible during flight using atmospheric absorption lines as a spectral reference. This approach has been demonstrated with the UW-SSEC Scanning-HIS aircraft instrument. 
SUMMARY
This paper represents the state of the GIFTS radiometric and spectral calibration at the time of the sensor critical design review. The on-orbit calibration approach using two internal calibration references sources and a space view are estimated to meet the GIFTS requirements and to show superior performance to a single external large aperture blackbody reference. Similarly, the on-orbit absolute spectral calibration and stability is estimated to meet the design goal of minimizing the contribution of spectral calibration error to the overall calibration budget. Future work will include the verification of the engineering best estimates to the maximum extent possible during GIFTS thermal vacuum testing.
